Cardioembolic Stroke in Patient With Transcatheter Occluded Left Atrial Appendage.
A cerebral ischemic event in a patient managed with left atrial appendage (LAA) transcatheter obliteration is illustrated. Transesophageal echocardiography allowed identification and accurate definition of the LAA device leakage.